
Client: InterContinental Terminal Company

Work Order: HS19030901
Project: Gate 13 ditch SAMPLE SUMMARY

Lab Samp ID Client Sample ID Collection DateMatrix TagNo Date Received Hold

HS19030901-01 08-Mar-2019 06:00 18-Mar-2019 12:38003 (3/18/19 6HR) Water

HS19030901-02 08-Mar-2019 09:40 18-Mar-2019 12:38003 (3/18/19 09:40) Water

HS19030901-03 08-Mar-2019 10:40 18-Mar-2019 12:38003 (3/18/19 10:40) Water

ALS Houston, US 20-Mar-19Date: 

Page 1 of 7



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 ditch
003 (3/18/19 6HR)

WorkOrder:
Lab ID:

Collection Date:

HS19030901
HS19030901-01

08-Mar-2019 06:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
50mg/L 19-Mar-2019  15:290.0251,1,1-Trichloroethane 0.25U

50mg/L 19-Mar-2019  15:290.0251,1,2,2-Tetrachloroethane 0.25U

50mg/L 19-Mar-2019  15:290.0251,1,2-Trichlor-1,2,2-trifluoroethane 0.25U

50mg/L 19-Mar-2019  15:290.0251,1,2-Trichloroethane 0.25U

50mg/L 19-Mar-2019  15:290.0201,1-Dichloroethane 0.25U

50mg/L 19-Mar-2019  15:290.0251,1-Dichloroethene 0.25U

50mg/L 19-Mar-2019  15:290.0301,2,4-Trichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:290.0251,2-Dibromo-3-chloropropane 0.25U

50mg/L 19-Mar-2019  15:290.0201,2-Dibromoethane 0.25U

50mg/L 19-Mar-2019  15:290.0301,2-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:290.0251,2-Dichloroethane 0.25U

50mg/L 19-Mar-2019  15:290.0351,2-Dichloropropane 0.25U

50mg/L 19-Mar-2019  15:290.0251,3-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:290.0301,4-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:290.0502-Butanone 0.50U

50mg/L 19-Mar-2019  15:290.0502-Hexanone 0.50U

50mg/L 19-Mar-2019  15:290.0504-Methyl-2-pentanone 0.50U

50mg/L 19-Mar-2019  15:290.10Acetone 0.50U

50mg/L 19-Mar-2019  15:290.030Benzene 0.254.9

50mg/L 19-Mar-2019  15:290.030Bromodichloromethane 0.25U

50mg/L 19-Mar-2019  15:290.025Bromoform 0.25U

50mg/L 19-Mar-2019  15:290.025Bromomethane 0.25U

50mg/L 19-Mar-2019  15:290.045Carbon disulfide 0.50U

50mg/L 19-Mar-2019  15:290.030Carbon tetrachloride 0.25U

50mg/L 19-Mar-2019  15:290.020Chlorobenzene 0.25U

50mg/L 19-Mar-2019  15:290.025Chloroethane 0.25U

50mg/L 19-Mar-2019  15:290.030Chloroform 0.25U

50mg/L 19-Mar-2019  15:290.025Chloromethane 0.25U

50mg/L 19-Mar-2019  15:290.030cis-1,2-Dichloroethene 0.25U

50mg/L 19-Mar-2019  15:290.030cis-1,3-Dichloropropene 0.25U

50mg/L 19-Mar-2019  15:29n 0.030Cyclohexane 0.250.97

50mg/L 19-Mar-2019  15:290.025Dibromochloromethane 0.25U

50mg/L 19-Mar-2019  15:290.025Dichlorodifluoromethane 0.25U

50mg/L 19-Mar-2019  15:290.025Ethylbenzene 0.253.2

50mg/L 19-Mar-2019  15:29J 0.025Isopropylbenzene 0.250.072

100mg/L 20-Mar-2019  06:100.060m,p-Xylene 1.027

50mg/L 19-Mar-2019  15:290.030Methyl acetate 0.25U

50mg/L 19-Mar-2019  15:290.030Methyl tert-butyl ether 0.25U

50mg/L 19-Mar-2019  15:290.050Methylcyclohexane 0.250.48

20-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 ditch
003 (3/18/19 6HR)

WorkOrder:
Lab ID:

Collection Date:

HS19030901
HS19030901-01

08-Mar-2019 06:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
50mg/L 19-Mar-2019  15:290.050Methylene chloride 0.50U

100mg/L 20-Mar-2019  06:100.050o-Xylene 0.5011

50mg/L 19-Mar-2019  15:290.025Styrene 0.25U

50mg/L 19-Mar-2019  15:290.030Tetrachloroethene 0.25U

50mg/L 19-Mar-2019  15:290.025Toluene 0.253.8

50mg/L 19-Mar-2019  15:290.020trans-1,2-Dichloroethene 0.25U

50mg/L 19-Mar-2019  15:290.030trans-1,3-Dichloropropene 0.25U

50mg/L 19-Mar-2019  15:290.025Trichloroethene 0.25U

50mg/L 19-Mar-2019  15:290.030Trichlorofluoromethane 0.25U

50mg/L 19-Mar-2019  15:290.020Vinyl chloride 0.10U

100mg/L 20-Mar-2019  06:100.050Xylenes, Total 0.5038

Surr: 1,2-Dichloroethane-d4 50%REC 19-Mar-2019  15:2996.6 70-126

Surr: 1,2-Dichloroethane-d4 100%REC 20-Mar-2019  06:1090.9 70-126

Surr: 4-Bromofluorobenzene 50%REC 19-Mar-2019  15:2999.0 82-124

Surr: 4-Bromofluorobenzene 100%REC 20-Mar-2019  06:1096.2 82-124

Surr: Dibromofluoromethane 50%REC 19-Mar-2019  15:2998.7 77-123

Surr: Dibromofluoromethane 100%REC 20-Mar-2019  06:1089.9 77-123

Surr: Toluene-d8 50%REC 19-Mar-2019  15:2999.3 82-127

Surr: Toluene-d8 100%REC 20-Mar-2019  06:10107 82-127

20-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 ditch
003 (3/18/19 09:40)

WorkOrder:
Lab ID:

Collection Date:

HS19030901
HS19030901-02

08-Mar-2019 09:40 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
50mg/L 19-Mar-2019  15:530.0251,1,1-Trichloroethane 0.25U

50mg/L 19-Mar-2019  15:530.0251,1,2,2-Tetrachloroethane 0.25U

50mg/L 19-Mar-2019  15:530.0251,1,2-Trichlor-1,2,2-trifluoroethane 0.25U

50mg/L 19-Mar-2019  15:530.0251,1,2-Trichloroethane 0.25U

50mg/L 19-Mar-2019  15:530.0201,1-Dichloroethane 0.25U

50mg/L 19-Mar-2019  15:530.0251,1-Dichloroethene 0.25U

50mg/L 19-Mar-2019  15:530.0301,2,4-Trichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:530.0251,2-Dibromo-3-chloropropane 0.25U

50mg/L 19-Mar-2019  15:530.0201,2-Dibromoethane 0.25U

50mg/L 19-Mar-2019  15:530.0301,2-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:530.0251,2-Dichloroethane 0.25U

50mg/L 19-Mar-2019  15:530.0351,2-Dichloropropane 0.25U

50mg/L 19-Mar-2019  15:530.0251,3-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:530.0301,4-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  15:530.0502-Butanone 0.50U

50mg/L 19-Mar-2019  15:530.0502-Hexanone 0.50U

50mg/L 19-Mar-2019  15:530.0504-Methyl-2-pentanone 0.50U

50mg/L 19-Mar-2019  15:530.10Acetone 0.50U

50mg/L 19-Mar-2019  15:530.030Benzene 0.254.8

50mg/L 19-Mar-2019  15:530.030Bromodichloromethane 0.25U

50mg/L 19-Mar-2019  15:530.025Bromoform 0.25U

50mg/L 19-Mar-2019  15:530.025Bromomethane 0.25U

50mg/L 19-Mar-2019  15:530.045Carbon disulfide 0.50U

50mg/L 19-Mar-2019  15:530.030Carbon tetrachloride 0.25U

50mg/L 19-Mar-2019  15:530.020Chlorobenzene 0.25U

50mg/L 19-Mar-2019  15:530.025Chloroethane 0.25U

50mg/L 19-Mar-2019  15:530.030Chloroform 0.25U

50mg/L 19-Mar-2019  15:530.025Chloromethane 0.25U

50mg/L 19-Mar-2019  15:530.030cis-1,2-Dichloroethene 0.25U

50mg/L 19-Mar-2019  15:530.030cis-1,3-Dichloropropene 0.25U

50mg/L 19-Mar-2019  15:53n 0.030Cyclohexane 0.250.97

50mg/L 19-Mar-2019  15:530.025Dibromochloromethane 0.25U

50mg/L 19-Mar-2019  15:530.025Dichlorodifluoromethane 0.25U

50mg/L 19-Mar-2019  15:530.025Ethylbenzene 0.253.2

50mg/L 19-Mar-2019  15:53J 0.025Isopropylbenzene 0.250.068

100mg/L 20-Mar-2019  07:460.060m,p-Xylene 1.023

50mg/L 19-Mar-2019  15:530.030Methyl acetate 0.25U

50mg/L 19-Mar-2019  15:530.030Methyl tert-butyl ether 0.25U

50mg/L 19-Mar-2019  15:530.050Methylcyclohexane 0.250.48

20-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 ditch
003 (3/18/19 09:40)

WorkOrder:
Lab ID:

Collection Date:

HS19030901
HS19030901-02

08-Mar-2019 09:40 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
50mg/L 19-Mar-2019  15:530.050Methylene chloride 0.50U

100mg/L 20-Mar-2019  07:460.050o-Xylene 0.509.3

50mg/L 19-Mar-2019  15:530.025Styrene 0.25U

50mg/L 19-Mar-2019  15:530.030Tetrachloroethene 0.25U

50mg/L 19-Mar-2019  15:530.025Toluene 0.253.7

50mg/L 19-Mar-2019  15:530.020trans-1,2-Dichloroethene 0.25U

50mg/L 19-Mar-2019  15:530.030trans-1,3-Dichloropropene 0.25U

50mg/L 19-Mar-2019  15:530.025Trichloroethene 0.25U

50mg/L 19-Mar-2019  15:530.030Trichlorofluoromethane 0.25U

50mg/L 19-Mar-2019  15:530.020Vinyl chloride 0.10U

100mg/L 20-Mar-2019  07:460.050Xylenes, Total 0.5033

Surr: 1,2-Dichloroethane-d4 50%REC 19-Mar-2019  15:5396.8 70-126

Surr: 1,2-Dichloroethane-d4 100%REC 20-Mar-2019  07:4691.3 70-126

Surr: 4-Bromofluorobenzene 50%REC 19-Mar-2019  15:5398.5 82-124

Surr: 4-Bromofluorobenzene 100%REC 20-Mar-2019  07:4696.3 82-124

Surr: Dibromofluoromethane 50%REC 19-Mar-2019  15:53101 77-123

Surr: Dibromofluoromethane 100%REC 20-Mar-2019  07:4691.8 77-123

Surr: Toluene-d8 50%REC 19-Mar-2019  15:53100 82-127

Surr: Toluene-d8 100%REC 20-Mar-2019  07:46108 82-127

20-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 ditch
003 (3/18/19 10:40)

WorkOrder:
Lab ID:

Collection Date:

HS19030901
HS19030901-03

08-Mar-2019 10:40 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
50mg/L 19-Mar-2019  16:180.0251,1,1-Trichloroethane 0.25U

50mg/L 19-Mar-2019  16:180.0251,1,2,2-Tetrachloroethane 0.25U

50mg/L 19-Mar-2019  16:180.0251,1,2-Trichlor-1,2,2-trifluoroethane 0.25U

50mg/L 19-Mar-2019  16:180.0251,1,2-Trichloroethane 0.25U

50mg/L 19-Mar-2019  16:180.0201,1-Dichloroethane 0.25U

50mg/L 19-Mar-2019  16:180.0251,1-Dichloroethene 0.25U

50mg/L 19-Mar-2019  16:180.0301,2,4-Trichlorobenzene 0.25U

50mg/L 19-Mar-2019  16:180.0251,2-Dibromo-3-chloropropane 0.25U

50mg/L 19-Mar-2019  16:180.0201,2-Dibromoethane 0.25U

50mg/L 19-Mar-2019  16:180.0301,2-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  16:180.0251,2-Dichloroethane 0.25U

50mg/L 19-Mar-2019  16:180.0351,2-Dichloropropane 0.25U

50mg/L 19-Mar-2019  16:180.0251,3-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  16:180.0301,4-Dichlorobenzene 0.25U

50mg/L 19-Mar-2019  16:180.0502-Butanone 0.50U

50mg/L 19-Mar-2019  16:180.0502-Hexanone 0.50U

50mg/L 19-Mar-2019  16:180.0504-Methyl-2-pentanone 0.50U

50mg/L 19-Mar-2019  16:180.10Acetone 0.50U

50mg/L 19-Mar-2019  16:180.030Benzene 0.256.3

50mg/L 19-Mar-2019  16:180.030Bromodichloromethane 0.25U

50mg/L 19-Mar-2019  16:180.025Bromoform 0.25U

50mg/L 19-Mar-2019  16:180.025Bromomethane 0.25U

50mg/L 19-Mar-2019  16:180.045Carbon disulfide 0.50U

50mg/L 19-Mar-2019  16:180.030Carbon tetrachloride 0.25U

50mg/L 19-Mar-2019  16:180.020Chlorobenzene 0.25U

50mg/L 19-Mar-2019  16:180.025Chloroethane 0.25U

50mg/L 19-Mar-2019  16:180.030Chloroform 0.25U

50mg/L 19-Mar-2019  16:180.025Chloromethane 0.25U

50mg/L 19-Mar-2019  16:180.030cis-1,2-Dichloroethene 0.25U

50mg/L 19-Mar-2019  16:180.030cis-1,3-Dichloropropene 0.25U

50mg/L 19-Mar-2019  16:18n 0.030Cyclohexane 0.251.0

50mg/L 19-Mar-2019  16:180.025Dibromochloromethane 0.25U

50mg/L 19-Mar-2019  16:180.025Dichlorodifluoromethane 0.25U

50mg/L 19-Mar-2019  16:180.025Ethylbenzene 0.253.9

50mg/L 19-Mar-2019  16:18J 0.025Isopropylbenzene 0.250.080

100mg/L 20-Mar-2019  08:340.060m,p-Xylene 1.023

50mg/L 19-Mar-2019  16:180.030Methyl acetate 0.25U

50mg/L 19-Mar-2019  16:180.030Methyl tert-butyl ether 0.25U

50mg/L 19-Mar-2019  16:180.050Methylcyclohexane 0.250.45

20-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 ditch
003 (3/18/19 10:40)

WorkOrder:
Lab ID:

Collection Date:

HS19030901
HS19030901-03

08-Mar-2019 10:40 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
50mg/L 19-Mar-2019  16:180.050Methylene chloride 0.50U

100mg/L 20-Mar-2019  08:340.050o-Xylene 0.509.4

50mg/L 19-Mar-2019  16:180.025Styrene 0.25U

50mg/L 19-Mar-2019  16:180.030Tetrachloroethene 0.25U

50mg/L 19-Mar-2019  16:180.025Toluene 0.254.9

50mg/L 19-Mar-2019  16:180.020trans-1,2-Dichloroethene 0.25U

50mg/L 19-Mar-2019  16:180.030trans-1,3-Dichloropropene 0.25U

50mg/L 19-Mar-2019  16:180.025Trichloroethene 0.25U

50mg/L 19-Mar-2019  16:180.030Trichlorofluoromethane 0.25U

50mg/L 19-Mar-2019  16:180.020Vinyl chloride 0.10U

100mg/L 20-Mar-2019  08:340.050Xylenes, Total 0.5033

Surr: 1,2-Dichloroethane-d4 50%REC 19-Mar-2019  16:1898.0 70-126

Surr: 1,2-Dichloroethane-d4 100%REC 20-Mar-2019  08:3489.8 70-126

Surr: 4-Bromofluorobenzene 50%REC 19-Mar-2019  16:1898.8 82-124

Surr: 4-Bromofluorobenzene 100%REC 20-Mar-2019  08:3495.8 82-124

Surr: Dibromofluoromethane 50%REC 19-Mar-2019  16:1899.6 77-123

Surr: Dibromofluoromethane 100%REC 20-Mar-2019  08:3490.4 77-123

Surr: Toluene-d8 50%REC 19-Mar-2019  16:18100 82-127

Surr: Toluene-d8 100%REC 20-Mar-2019  08:34108 82-127

20-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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	Sample Summary
	003 (3/18/19 6HR)
	003 (3/18/19 09:40)
	003 (3/18/19 10:40)

	barcode: *9962234*
	barcodetext: 9962234


